Upgrade of i-CATVision (Stand Alone) from v1.3.0.4 to v1.5.3.3

What to know when upgrading:

1. Must upgrade all copies on all workstations. There is a database change that warrants
this.

2. All previous versions of i-CATVision and all shortcuts prior to this release MUST be
removed from the computer

3. Once upgraded to this version, you cannot downgrade to original version (due to the
database change).

4. Workups from the v1.3.x.x level will not open in the 1.5.x.x level.

5. There is no longer “real time” adjustment in the pan image when an anchor point is
moved. The anchor point must be released first for the image to show the change.

6. Must upgrade iCATTransfer to v1.9

What's new:

1. Patient Database is different in that there is now a secondary list underneath the Patient
List. Must First highlight the patient name and then below the Patient List will be a new
list called “File Type”. This is where any reconstructed or Raw data will reside, so must
click on it to load. Reconstructed data will be labeled “CT".
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2. Volume Renderings in Implant and TMJ screens:
TMJ specific feature: the density of the condyle renderings can be increased or
decreased by scrolling the mouse wheel down or up when the mouse is hovered over
the renderings. Rotate the renderings by click and dragging.
Implant Specific feature: The height of volume that will be present in this rendering is

dictated by the distance between the mandible and maxilla contour lines in the
PREVIEW screen. This can only be adjusted in the Preview screen and not in the
Implant screen. Rotate the rendering by click and dragging. Auto rotate by Right
clicking.

3. Tilting Volume function in Real Time from the Preview and MPR screens . Move
mouse to the lower right hand corner of an image and when the cursor changes to an

Arc shape, click, drag and release to tilt the volume. It will reconstruct in all views in real
time.

To restore the original tilt of the volume, from the Preview or MPR screen, right click to
access the Pop Up menu and select “Reset Volume Rotation”.



4. DICOM Export feature: click “Tools/Export DICOM”. Can Browse to desired folder for
exporting. Can also select Single vs. Multi file and Compressed vs. Uncompressed. In
most instances, you would select Multi / Uncompress ed if using data in a3 " party

software.

5. Create Export CD: Now you will need to click on the Check Box of the CT data to
select the data for burning.  To select, first Highlight the Patient Name, then click the

check box under File Type.



6. Will be able to load patient data directly into 3DVR from iCATVision when 3DVR v5.0
and higher is available.

7. Report Features: under Tools/Create Reports.

Patient reports are generated by inserting patient images into a single or multiple
page document. Patient information and text notes can also be inserted as
required. Once these reports are created and saved, they are readily available
for printing and distribution. Patient reports can also be accessed for editing.

From the top menu bar, select Tools > Create Report to display the following
three report options:

* Run Report

* Create New Report

* Modify Existing Report
e Exit

Run Report

This feature enables the user to access a sample report to modify and and save
as a new patient report.

1. Click (highlight) a patient from the Patient List. Allow time for the Patient
Image to load.

From the Main menu, select Tools > Reporting .
3. Click Run Report from the Options box.

Use the Browse button to locate a report to Run.



Create New Report

To create a new Patient Report:

1. Click (highlight) a patient from the Patient List. Allow time for the Patient
Image to load.

From the Main menu, select Tools > Reporting .
3. Click Create New Report from the Options box.

4. The Edit Fields box is displayed. Enter all required Clinic and Patient Specific
information and click OK.

This information is imported into the report template and is displayed when
the text fields are inserted into the report.

Insert Image into Patient Report:

5. Select Insert > Image from the Main menu or right-click the report page and
select Add Image .

Images can be both eXamVision images and external images (jpg or bmp).



6. Select required parameters and click OK.
Number of Images

* Single Images - used to select images within eXamVision or from a file
(select FILE)

* Images in Range - used to select specific cross sections within
eXamvVision

* All Screen Images - used to select all currently displayed cross sections
Image Size

* Life Size — used to depict the image in life size (able to measure directly
on the paper). The drop-down list box allows specifying where the image
originated. For example, if Left Top Corner is selected, the image fills in
the image box starting in the top left corner.

* Fitto Window - used to autofit the image to the available page area.
Image Attributes

* Overlays — when selected, markings that were generated on the image
within eXamVision are displayed

* Window and Level — adjusts the brightness and contrast
* Ruler — designates where the ruler appears on the image

The Image Properties box can be displayed at any time by right-clicking
inside the image box and selecting Properties .

7. Images can be repositioned or sized by clicking the image and then holding
down left mouse button and dragging the cursor.

e Cross Arrows — used to move image

* Double Headed Arrow — used to size image



Insert Text Box:

8. Select Insert > Text from the Main menu or right-click the report page and
select Add Text .

9. Select desired variable from the Change Variable list. Holding down the
CTRL key and selecting multiple variables allows all selected variables to be
displayed in one Text box.

The TEXT selection does not allow multiple variables to be selected.

10. Select Show Variable’s Title check box to display each title next to the
variable information.

11.Backgrounds, Colors, Alignments, Fonts, and Borders are also modified from
this menu.

Double click an existing Text box to display the Text Container Properties
box.

12.Images can be repositioned or sized by clicking the image and then holding
down left mouse button and dragging the cursor.

e Cross Arrows — used to move Text box

¢ Double Headed Arrow — used to size Text box



Add Page

13. Select Insert > Page from the Main menu or right-click a report page and
select Add Page .
The new page appends to the end of the report.

14.To change the page properties, select File > Page Setup from the Main
menu or right-click the page and select Page Properties.

15. Select required parameters and click OK.

16. Select required parameters and click OK.

Toolbars

The toolbar at the top of the screen can be used to manipulate the text, scroll
through pages and preview the report.



Modify Existing Report

This function is used to edit reports that were previously created.

To create a new Patient Report:.

1.
2.
3.

From the Main menu, select Tools > Reporting .
Click Modify Existing Report from the Options box.

The Load Preview box is displayed. Select the Patient Report to modify and
click Load .

The Patient Report is displayed.
Edit the report and select File > Save Report .

Click the X (upper right corner) to close Patient Report.



